








The temperature alarm relays also have two sets of form "C" contacts brought out to the
terminal strips to be used as alarm and annunciator input contacts.

All notations of NC and NO relay contact locations which are screened on the relay circuit
board refer to the relay in a de-energized state. The relay is energized in the normal mode
and is "fail safe" to relax into the alarm state if power is removed from the circuit board.

TROUBLE SHOOTING

The presence of water in liquid form after the sample cooler is an indication of a fault in the
system. Reasons for the presence of condensate in the system after the sample cooler could
be one or more of the following:

1. Overloading of the refrigeration capacity of the cooler due
to too much water vapor or too great a sample flow rate.

2. A fault in the condensate removal equipment. The heat
exchanger has become full of condensate.

3. An air leak in the condensate removal tubing.

4. The temperature of the air passing through the heat sink
is too high due to the cooler being in an enclosed box.

5. Failure of the sample cooler
Dimensional drawings, installation drawings, and schematics are included as part of this

manual. If additional information is required, assistance can be obtained by calling
(775)883-2500 or FAX request to (775) 883-6388.



Sample Inlet
3/8" Tube

Heat Sink Cooling Fan
Upward Flow

Mounting Holes For 10" Impingers
1/4" Hardware 3 Typ
4TYP Sample Outlet
(Supplied By 1/4" Tube
Others) 12" x 10" x 6"
Fiberglass
Enclosure
14 53/64"
Air Flow \/
SA \/@
Cooling Air Exhaust
13 1/2"
Condensate Outlets
3/8"NPTF 3 Typical
See Sheet 2 for Wiring Schematic.
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115VAC 600W— N—
INPUT POWER

CONDUIT AND WIRING NOTES

1. ELECTRICAL CLASSIFICATION : INSIDE - GENERAL PURPOSE

SYSTEM IS CONFIGURED AT THE FACTORY FOR REQUIRED VOLTAGE.
CONTACT FACTORY FOR VOLTAGE CHANGE REQUIREMENTS.

N

. AC WIRING SHALL BE INDIVIDUAL CONDUCTORS OF STRANDED TINNED

COPPER WITH 300V, TYPE TFE INSULATION. MINIMUM WIRE SIZE SHALL BE

18 AWG UNLESS OTHERWISE SPECIFIED.

COLOR CODE SHALL BE AS FOLLOWS: HOT - BLACK
COMMON - WHITE
GROUND - GREEN

w

DC WIRING SHALL BE INDIVIDUAL CONDUCTORS OF STRANDED TINNED

COPPER WITH 300V, TYPE TFE INSULATION. MINIMUM WIRE SIZE SHALL BE

22 AWG UNLESS OTHERWISE SPECIFIED.

FIELD TO WIRE

PIN: 5400-0030 |pc

P/N: 3600-0050

CH2 1
P/N: 3600-0007
RELAY  PROBE &} 3A
SAMPLE COOLER gELivl CoM g R
CH 2 JA< o | (OPTIONAL)
BLK
SHOWN IN NC1 (WET 3B
DE-ENERGIZED —o™ Aﬂmcig
(WET) POSITION —* No1 (DRY)
* NC2 (WET) < >
* ARM2 (C2) | Tea @ |
* NO2 (DRY) - — — —
SHOWN IN * NC3 (HOT) DUAL CHANNEL
DE-ENERGIZED —o— * ARM3 (C3) 1 SAMPLE
(HOT) POSITION ——* *N03 (COLD) THERMOELECTRIC CHILLER
NC4 (HOT)
ARM4 (C4)
.. . _ . . _ _nNoa(calp)
PROBE &}
CH1 CcoM &
JA< g:] (OPTIONAL)
SHOWN IN NC1 (WET)
DE-ENERGIZED ——  ARM (C1) RELAY BOARD NOTES
(WET) POSITION NO1 (DRY) USER CONNECTIONS TO MOISTURE
* NC2 (WET) SENSOR RELAY ENERGIZED WHEN
* ARM2 (C2) SENSOR IS DRY (DRY LED ON)
* NO2 (DRY) RATING: 1/10 HP 120VAC
5AMPS 240VAC/
SHOWN IN * NC3 (HOT) 32VDC RESISTIVE.
DE-ENERGIZED —o— * ARM3 (C3)
(HOT) POSITION ¢ *NO3 (COLD) USER CONNECTIONS TO "AT
NC4 (HOT) TEMPERATURE" RELAY ENERGIZED
ARMA (C4) WHEN BELOW SET TEMPERATURE
NO4 (COLD)

* CONTACTS PROTECTED
'WITH 250 VOLT MOV'S

C-CARD -
FAN2 -V

= CONTROLLER
__ TccHiGND | CARD ltccHoann
= 01 (C-CARD)
181G — TCCHIRED |, |TccHoRED
___TCCHIYEL |53 30l TCCH2YEL
6" 120VAC
HT SINK FAN CH1 PEI TIER RED
(FANL) O+
PIN4800-0003 _CH1 PELTIERRED |y
_CHZ PELTIER RED |4
_CH2 PELTIERRED |y CABLE
1© \/\ PIN 3907-0046
_CH2 PEITIERRED |
O+
_CH2 PEITIERRED |
-
24VDC
o+ £
°- 9
>
+
o
_J &
o
HEATSINK
12aw6 —( D
RED +24V
BLU -24V
TB1-2
AC
(PIS1)
POWER SUPPLY | | C.CARD + p/S1+
750WATT 24VDC EANZ +V

2" 24VDC
ENCLOSURE FAN
(FAN2)

PN 4800-0020

(COOL LED ON)

RATING: 1/10 HP 120VAC
5AMPS 240VAC/

32VDC RESISTIVE
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8 | V4 6 5 4 3 2 1

HOLES FOR #10 PANHEAD
MOUNTING SCREWS
(SUPPLIED BY OTHERS) @

1/2" —I———
ad
\V

L 3” 1
- 1111 \
thl | VAV AV AV AV AN AN AV AV AV AV AV AV AV AV v eV 4
| S S S S |
2.- 165” | —_ SIS S S S S SSSSS ——
: S S S S
| S S S S .
I
e
1 L@
@ EXPLODED FRONT VIEW
COMPLETE FILTER |PRESSURE DROP RATINGS
9 FILTERP/N| |TEM#3 TYPE |ELEMENT INCHES OF WATER
(KYNAR) P/N 5LPM | 10 LPM | 20 LPM
3" 4980-0039 | SINTERED S.S. (4980-0023 10 14 24
o 4980-0058 PAPER 4980-0022 8 12 20
. 4980-0005 TEFLON 4980-0006 4 6 10
4980-0009 CERAMIC 4980-0007 4 6 10
1" TN 4980-0059 [COATED CERAMIC|4980-0018 6 8 12
l ] [
I T AFOR COALESCING (COATED CERAMIC WCOF)
| T f\ 5/8" P/N 4980-0059 SAMPLE INLET & OUTLET PORTS
114" @ ! ARE REVERSED.
[ N
)
}J | A
FILTER
INLET PORT J | 0022008 | UPDATE PART LIST ww | DA
A 14" NPT REV | DATE DESCRIPTION DWN| APVD
CITER | REVISIONS
|
8" OUTLET PORTJ 12 |2 4710-0008 | FLAT WASHER
1/4" NPT - ~ 1 | 2 4710-0016 | STAR WASHER
10 | 1 5001-0004 | RED DIRECTIONAL LABEL
9 [ 2 4953-0001 | ELBOW 1/4"X1/4" TUBE
/ \ 8 | 2 4704-0024 |10-32X1/2" FLAT HEAD
/ \ 7 | 1 3907-0052 | 14" EXT. CABLE
6 | 1 4904-0006 |O-RING 2-030
(OPTIONAL) ” ” ‘—1/8 5 1 5205-0038 | BOWL ASSEMBLY
4 | 1 5110-0012 | RETAINER
f 3 |1 SEE TABLE | FILTER ELEMENT
MIDDLE 2 1 5008-0004 | BRACKET
\ PIN / 1|1 - 5110-0011 | KYNAR HEAD
\ / ITEM [QTY | DWG NO.| PART NO. DESCRIPTION
VISIBLE GAS FILTER WITH MOISTURE SENSOR
. (W.C.O.F)
”7 ‘“ VIEW "A" - 2x SCALE SEEA$A’:‘I%LE INSTRFCL),’I?MENT
VERIFY BEFORE CONNECTING THAT
MIDDLE PIN IS SHORTER THAN UNIVERSAL ANALYZERS INC.
OUTSIDE PIN. IF NOT, CUT MIDDLE PIN 5200 Convair Drive
AS SHOWN Carson City, Nevada 89706 USA
DRAWN BY  HARVEY MITCHELL DRAWING NO
LEFT SIDE RIGHT SIDE APVDBY TED BARBEN 1 P0O0O18
DATE | SCALE | SIZE | SHEET
04/14/92 1:1 C 10F2

8 V4 6 5 4 3 2 | 1




8 | V4 6 5 A% 3 2 1

HOLES FOR #10 PANHEAD
MOUNTING SCREWS
(SUPPLIED BY OTHERS)

1)
172" —I<—>

N
IA4

)

2" 1.65"

(o]
oy

S

el |
IEEY>

EXPLODED FRONT VIEW COMPLETE FILTER |[PRESSURE DROP RATINGS
FILTER P/N| ITEM#3TYPE |ELEMENT|  INCHES OF WATER

(316SS) P/N 5LPM | 10 LPM | 20 LPM
4980-1012 | SINTERED S.S. [4980-0023 10 14 24
3" 4980-1013 PAPER 4980-0022 8 12 20
" 4980-1014 TEFLON 4980-0006 4 6 10
] 4980-1015 CERAMIC 4980-0007 4 6 10
. 4980-1016 |[COATED CERAMIC|4980-0018 6 8 12
1" /_ j
‘ ] [ &FOR COALESCING (COATED CERAMIC WCOF)
T 218 5/‘8" ,lz/R’\lE432(\)/-gg559ESDAMPLE INLET & OUTLET PORTS
114" ' D !
| &J
| A
i A
FILTER ) | 0922108 | UPDATE PARTLIST MW | DA
_|NLET PORT REV| DATE DESCRIPTION DWN| APVD
A I 14" NPT REVISIONS
FILTER I
8" OUTLET PORT—" | 12 2 - 4710-0008 | FLAT WASHER
1/4" NPT = - = 11 | 2 - 4710-0016 | STAR WASHER
"7 10 | 1 - 5001-0004 | RED DIRECTIONAL LABEL
9 |2 - 4953-0001 | ELBOW 1/4"X1/4" TUBE
/ \ 8 | 2 - 4704-0024 |10-32X1/2" FLAT HEAD
/ \ 7 |1 3907-0052 |14" EXT. CABLE
6 | 1 4904-0006 |O-RING 2-030
" 5 |1 5205-0038 | BOWL ASSEMBLY
(OPTIONAL) ” ” { 8 4 | 1 5110-0012 |RETAINER
’ 3 |1 SEE TABLE | FILTER ELEMENT
MIDDLE: 2 |1 5008-0005 | BRACKET
\ PIN / 1|1 - 5150-1015 | CHAMBER UPPER 316SS
\ Y, ITEM [QTY| DWG NO.| PART NO. DESCRIPTION
\\ / VISIBLE GAS FILTER WITH MOISTURE SENSOR
(W.C.OF.S.S.)
VIEW "A" - 2x SCALE SEI;ABIIANgLE |NSTRFEJRMENT
VERIFY BEFORE CONNECTING THAT
MIDDLE PIN IS SHORTER THAN ' @ UNIVERSAL ANALYZERS INC.
— OUTSIDE PIN. IF NOT, CUT MIDDLE PIN 1701 South Sutro Terrace
ﬁ AS SHOWN Carson City, Nevada 89706 USA
DRAWN BY  HARVEY MITCHELL DRAWING NO
LEFT SIDE RIGHT SIDE APVDBY  TEDBARBENII P0018
DATE | SCALE | SIZE | SHEET
04/14/92 1:1 C 20F2

8 7 6 | 5 4 3 2 | 1




8 1 7 1 6 1 5 1 a4 1 3 2 7
INSULATED
VITON O-RING INNER TUBE—
P/N 4904-0013 ASSY

SAMPLE
GAS
OUTLET
1/4"
TUBE

TOP VIEW

|

SECTION B-B

3/8" TUBE

OUTER TUBE
—.305 1.D. / ASSY

il

PLUG

1/16" NPT

|

N

[ IIL"

— CONDENSATE

(SEE TABLE)

DRAIN 3/8"NPT

ANNULAR SPACE .060" WIDE

—SAMPLE GAS INLET

(GAS TO BE DRIED RISES IN THIS SPACE)

SECTION A-A
APPROX HEAT UNIVERSAL
LENGTH | EXCHANGER | OUTER TUBE MATERIAL ANALYZERS
"L P/N SERIES
5" 5200-S050 316 S.S. 400/500
5" 5200-T050 TITANIUM 400/500
5" 5200-A050 ALLOY 20 400/500
5" 5200-C050 HASTELLOY C-276 400/500
5" 5200-S05T |[TEFLON COATED 316 S.S. 400/500
10" 5200-S010 316 S.S. 800/1000/1100/3000
10" 5200-T010 TITANIUM 800/1000/1100/3000
10" 5200-A010 ALLOY 20 800/1000/1100/3000
10" 5200-C010 HASTELLQOY C-276 800/1000/1100/3000
10" 5200-S01T [TEFLON COATED 316 S.S.|800/1000/1100/3000

1). SEE SHEET 2 FOR ASSEMBLY INSTRUCTIONS.

A 02/09/99  |REVISE PN TABLE FOR TEFLON COATED | EAM | RD

REV DATE DESCRIPTION DWN| APVD

REVISIONS

HEAT EXCHANGER METALLIC
NON-TEMPERATURE SENSING
OUTLINE

PART NO. FOR
SEE TABLE SEE TABLE

ﬁ UNIVERSAL ANALYZERS INC.

1701 South SutroTerrace
Carson City, Nevada 896 USA

DRAWN BY  EV MUSSELMAN DRAWING NO

APVD BY H. MITCHELL P0O147

DATE SCALE

| | SIZE | SHEET
12/11/95 NONE C

10F2

8

~

2 | 1




8 V4 6 4 3 2 1
VITON O-RING
#2-021
INNER TUBE SEE NOTES OUTER TUBE ASSEMBLY METALLIC
MATERIAL
IDENTIFIER
_ ] _ _ n
- "L” = L —OUTER TUBE
MATERIAL
INNER TUBE ASSEMBLY IDENTIFIER
HEAT EXCHANGER
SEPERABLE SPARE PARTS LIST
"L PN  [TUBE ASSY|TUBE ASSY| " 45 151 p/N | 1/16"NPT|  1). O-RING IS FACTORY INSTALLED IN
LENGTH P/N P/N P/N METALLIC OUTER TUBE.
5" |5200-S050| 5201-0015 | 5201-0012 | 4904-0013 [4951-0058  2). LIGHTLY LUBRICATE O-RING WITH
5 15200-T050 . 5201-0024 . . SILICONE GREASE BEFORE ASSEMBLY.
5" [5200-A050 " 5201-0022 " "
5" |5200-C050 " 5201-0020 " "
5" |5200-S05T| 5201-0041| 5201-0043 " "
10" [5200-S010| 5201-0016 | 5201-0013 | 4904-0013 [4951-0058
10" 15200-T010 - 5201-0025 - - e a1 oesoneton T
10"  |5200-A010 " 5201-0023 " "
10" 5200-C010 " 5201-0021 " " HEAT EXCHANGER ASSEMBLY
10" |5200-S01T| 5201-0042 | 5201-0044 " " NONP;:E:"PMEgﬁgLULTg SENSING
SEE TABLE INSTRUMENT
ﬁ UNIVERSAL ANALYZERS INC.
i Po147
oy | SoaE | E | s
8 7 6 4 3 I 2 I 1




TOP VIEW

PLUG
1/16" NPT

CHILLED SURFACE\

ANNULAR SPACE .060" WIDE
(GAS TO BE DRIED RISES IN THIS SPACE)

INSULATED SECTION

> L;%%

0.300" INSIDE DIAMETER

"o
(SEE TABLE)

CONDENSATE DRAIN

3/8"NPT
SIDE VIEW
DRY GAS OUTLET
1/4" TUBE
W F
\ ( gg 1). SEE SHEET 2 FOR ASSEMBLY INSTRUCTIONS.
SAMPLE GAS INLET
3/8" TUBE
UNIVERSAL
LENGTH GLAS)?cﬁ;NN%RE:EAT ANALYZERS EXCHSII(:SRFS PER po
L ASSEMBLY PN | SAMPLE COOLER | g aMbLE GOOLER C | 0119/04 [Revision Per Sheet 2 [RPH] T8
MODEL S Rev| Date | DESCRIPTION [ own[ ApvD
520 1 REVISIONS
530 2
5" 5200-K050
540 2 HEAT EXCHANGER GLASS /
570 4 KYNAR NON-TEMPERATURE
1040 1 SENSING OUTLINE
1050 2 PART NO. FOR
10" 5200-K010 1060 2 SEE TABLE INSTRUMENT
1080 2 | @ UNIVERSAL ANALYZERS INC.
1090 4 1701 South Sutro Terrace
15" 5200-K015 FGA2 1 Carson City, Nevada 89706 USA
DRAWNBY  EV MUSSELMAN DRAWING NO
APVDBY  H. MITCHELL P0149
DATE | SCALE | SIZE | SHEET
12/11/95 1:1 c 10F2




PLUG
UE'NPT  \ EXPLODED GLASS KYNAR HEAT EXCHANGER
I =
I
1 O
I
| LL|
#2-120 VITON GLASS TUBE / #2-018 VITON
O-RING O-RING
(SEE NOTE 2) KYNAR INSULATED (SEE NOTE 2)
KYNAR HEAD SECTION ASSEMBLY KYNAR DRAIN KYNAR DRAIN
(SEE NOTE 1) FITTING FITTING
(SEE NOTE 1) 15" VERSION
SPARE PARTS LIST
GLASS KYNAR KYNAR KYNAR #2-120
HEAT EXCHANGER INSULATED CLASS DRAIN VITON #2'001%\,{1'(20'\' KYNAR HEAD | 1/16" NPT PLUG
ASSEMBLY SECTION ASSY EITTING O-RING '
LENGTH "L" P/N P/N P/N P/N P/N P/N P/N P/N
5" 5200-K050 5110-2003 5201-0002 5110-2002 4904-0004 4904-0003 5201-0017 4951-0066
10" 5200-K010 5110-2004 5201-0001 " " " " "
15" 5200-K015 5110-2006 5201-0078 | 5201-0066 " " " "
. h M |
R e (R R (i N et
I IR AP 7/8" WRENCH
:g ! I._ll'll\l.l \-/:: FLATS
I N S A S l// S—o
L NLL —{
COMPLETE GLASS KYNAR
HEAT EXCHANGER ASSEMBLY
¢ | o11904 [ AddedKynarDrainPNfor15'Length [ RPH [ T8
NOTES: REV| DATE | DESCRIPTION [ own[ APvD
REVISIONS
1). O-RINGS ARE FACTORY INSTALLED
IN KYNAR HEAD AND KYNAR DRAIN HEAT EXCHANGER GLASS /
FITTINGS KYNAR NON-TEMPERATURE
SENSING SPARE PART
2). LIGHTLY LUBRICATE O-RINGS e NS TALLATION
WITH SILICONE GREASE BEFORE SEE TABLE INSTRUMENT
ASSEMBLY. | & UNIVERSAL ANALYZERSINC.
1701 South Sutro Terrace
Carson City, Nevada 89706 USA
DRAWNBY  EV MUSSELMAN DRAWING NO
APVD BY  H.MITCHELL P0149
DATE | SCALE | SIZE | SHEET
12/11/95 1:1 Cc 20F2




SPARE PARTS RECOMMENDATIONS

d
(¢ Lq UNIVERSAL >
Amnalyzers Inc.

5200 CONVAIR DR
CARSON CITY, NV 89706
PHONE: (775) 883-2500
FAX: (775) 883-6388

FOR MODEL 1390

Level A, Consumable Supplies:

2 ea.

3010-0003

2 amp Slow Blow Fuse for Control Board

Level B, Basic Spare Parts:

1ea.
1 ea.
1ea.
2 ea.
4 ea.
4 ea.
1ea.

5200-S010
5200-K010
5201-0001
4904-0013
4904-0003
4904-0004
8010-0001

316SS Separable Heat Exchanger/Impinger, 10 inch
Glass/Kynar Heat Exchanger/Impingers, 10 inch
Glass Tube Replacement for Heat Exchanger 10 inch
O-ring, 2-021, Viton, for Separable Heat Exchangers
O-ring, 2-018, Viton, Glass Heat Exchanger, bottom
O-ring, 2-120, Viton, Glass Heat Exchanger, top
Heat Sink Paste, 0.1 Ounce Container

Level C, Critical Repair Items:

1 ea.

lea.

1ea.
1 ea.
1ea.
1 ea.

3016-0001
9515-0002
9515-0098
1150-0016
4800-0003
4800-0020

Peltier Element, 15V 8.5Amp 40mm

Insulation Kit for Heat Transfer Block (Single Active)
Insulation Kit for Heat Transfer Block (Dual Active)
Thermocouple, Type “K”

Heat Sink Cooling Fan, 6" 120VAC

Power Supply Cooling Fan, 2" 24VDC

Level D, In Depth Repair ltems:

1 ea.
1 ea.
1 ea.

5400-0016
3600-0050
3600-0007

Power Supply, 600 Watt, 24vVDC
Controller Circuit Board, 24VVDC Dual Channel
Alarm Relay Circuit Board, Dual Channel

Optional Spare Parts:

2 ea.
2 ea.
1 ea.

1390 Spare Parts Rev - A

4904-0006
4980-0006
5205-0006

O-ring, 2-030, Viton, WCOF Filter Bowl Seal
Porous Kynar Filter Cartridge, 2 micron (WCOF)
Lexan Filter Bowl w/ Moisture Sensor




UNIVERSAL ANALYZERS INC.
MOISTURE CONVERSION TABLE

DEW POINT, % WATER BY VOLUME % WATER BY WEIGHT WATER VAPOR

DEGREES C. AT SATURATION AT SATURATION PRESSURE, mm. Hg

-100 0.00000139 0.00000081 0.0000099

-50 0.00388 0.00241 0.0295

-20 0.102 0.0633 0.776

-10 0.256 0.1596 1.950

-5 0.396 0.229 3.014

-4 0.432 0.268 3.280

-3 0.469 0.291 3.569

-2 0.510 0.317 3.880

1 0.555 0.345 4.223

0 0.602 0.364 4.579

1 0.649 0.404 4.937

2 0.696 0.433 5.294

3 0.750 0.466 5.70

4 0.803 0.499 6.10

5 0.861 0.535 6.54

6 0.922 0.573 7.01

7 0.988 0.614 7.51

8 1.06 0.658 8.05

9 1.13 0.702 8.58

10 1.21 0.753 9.15

11 1.29 0.802 9.8

12 1.38 0.860 10.5

13 1.48 0.920 11.2

14 1.58 0.980 12.0

15 1.68 1.044 12.8

20 2.31 1.433 17.5

25 3.13 2.004 23.8
30 4.19 2.64
35 5.55 3.54
40 7.28 4.67
45 9.46 6.12
50 12.2 8.0
55 15.5 10.3
60 19.7 13.3
65 244 16.8
70 30.7 21.7
75 38.0 27.8
80 46.7 35.6
85 57.2 457

[(e]
o

69.2 58.4






